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ANALYTE SENSOR WITH TIME LAG
COMPENSATION

RELATED APPLICATIONS

The present application is a continuation of U.S. patent
application Ser. No. 12/363,706 filed Jan. 30, 2009, now U.S.
Pat. No. 8,473,022, which claims priority under §35 U.S.C.
119(e) to U.S. Provisional Application No. 61/025,290 filed
Jan. 31, 2008, and is related to U.S. patent application Ser.
No. 11/537,991 filed on Oct. 2, 2006, now U.S. Pat. No.
7,618,369, each assigned to the Assignee of the present appli-
cation Abbott Diabetes Care Inc., of Alameda, Calif., the
disclosures of each of which are incorporated herein by ref-
erence for all purposes.

BACKGROUND

Analyte, e.g., glucose monitoring systems including con-
tinuous and discrete monitoring systems generally include a
small, lightweight battery powered and microprocessor con-
trolled system which is configured to detect signals propor-
tional to the corresponding measured glucose levels using an
electrometer, and RF signals to transmit the collected data.
One aspect of certain analyte monitoring systems include a
transcutaneous or subcutaneous analyte sensor configuration
which is, for example, partially mounted on the skin of a
subject whose analyte level is to be monitored. The sensor cell
may use a two or three-clectrode (work, reference and counter
electrodes) configuration driven by a controlled potential (po-
tentiostat) analog circuit connected through a contact system.

The analyte sensor may be configured so that at least a
portion thereof'is placed under the skin of the patient so as to
detect the analyte levels of the patient. In embodiments in
which a portion is below the skin and a portion is above, the
portion above the skin may be directly or indirectly connected
with the transmitter unit. The transmitter unit is configured to
transmit the analyte levels, e.g., in the form of current,
detected by the sensor over a wireless (or wired) communi-
cation link such as an RF (radio frequency) communication
link to a receiver/monitor unit. The receiver/monitor unit
performs data analysis, among others on the received analyte
levels to generate information pertaining to the monitored
analyte levels.

To obtain accurate data from the analyte sensor, calibration
may be necessary. In certain instances, blood glucose mea-
surements are periodically obtained using, for example, a
conventional analyte test strip and blood glucose meter, and
the measured blood glucose values are used to calibrate the
sensors. Indeed, the patient may calibrate each new analyte
sensor using for example, capillary blood glucose measure-
ments. Due to a lag factor between the monitored data and the
measured blood glucose values, an error may be introduced in
the monitored data.

In view of the foregoing, it would be desirable to have a
method and system for calibrating analyte sensors of an ana-
lyte monitoring system to account for such lag errors in ana-
lyte monitoring systems.

SUMMARY

In one embodiment, methods including determining a cali-
bration parameter associated with a detected analyte value,
calibrating the analyte value based on the calibration param-
eter, and dynamically updating the calibration parameter is
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2

disclosed. Devices, systems and algorithms (e.g., embodied
on computer readable medium) for performing such methods
are also provided.

These and other objects, features and advantages of the
present disclosure will become more fully apparent from the
following detailed description of the embodiments, the
appended claims and the accompanying drawings.

BRIEF DESCRIPTION OF THE DRAWINGS

FIG. 1 illustrates a block diagram of a data monitoring and
management system for practicing one or more embodiments
of the present disclosure;

FIG. 2 is a block diagram of the transmitter unit of the data
monitoring and management system shown in FIG. 1 in
accordance with one embodiment of the present disclosure;

FIG. 3 isablock diagram of the receiver/monitor unit of the
data monitoring and management system shown in FIG. 1 in
accordance with one embodiment of the present disclosure;

FIG. 4 is a flowchart illustrating an overall dynamically
updating calibration in accordance with one embodiment of
the present disclosure;

FIG. 5 is a flowchart illustrating the lag correction and
calibration routine of the overall dynamically updating cali-
bration shown in FIG. 4 in accordance with one embodiment
of the present disclosure;

FIG. 6 is a flowchart illustrating the lag correction and
dynamically updating calibration routine of the overall
dynamically updating calibration shown in FIG. 4 in accor-
dance with one embodiment of the present disclosure;

FIG. 7 is a flowchart illustrating a method for estimating
the lag time constant from sensor analyte data and reference
measurements in accordance with one embodiment of the
present disclosure; and

FIG. 8 is a flowchart illustrating lag time constant compen-
sated analyte sensor data in accordance with one embodiment
of the present disclosure.

DETAILED DESCRIPTION

As described in further detail below, in accordance with the
various embodiments of the present disclosure, there is pro-
vided a method and system for calibration of analyte sensors
to reduce errors in the sensor measurements. In particular,
within the scope of the present disclosure, there are provided
method and system for calibrating subcutaneous or transcu-
taneously positioned analyte sensors to compensate for time
lag errors associated with an analyte sensor.

FIG. 1 illustrates a data monitoring and management sys-
tem such as, for example, analyte (e.g., glucose) monitoring
system 100 in accordance with one embodiment of the
present disclosure. The subject invention is further described
primarily with respect to a glucose monitoring system for
convenience and such description is in no way intended to
limit the scope of the invention. It is to be understood that the
analyte monitoring system may be configured to monitor a
variety of analytes, e.g., lactate, and the like. For example,
analytes that may be monitored include but are not limited to,
for example, acetyl choline, amylase, bilirubin, cholesterol,
chorionic gonadotropin, creatine kinase (e.g., CK-MB), cre-
atine, DNA, fructosamine, glucose, glutamine, growth hor-
mones, hormones, ketones, lactate, peroxide, prostate-spe-
cific antigen, prothrombin, RNA, thyroid stimulating
hormone, and troponin. The concentration of drugs, such as,
for example, antibiotics (e.g., gentamicin, vancomycin, and
the like), digitoxin, digoxin, drugs of abuse, theophylline, and
warfarin, may also be monitored.
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The analyte monitoring system 100 includes a sensor 101,
a transmitter unit 102 directly or indirectly coupled to the
sensor 101, and a primary receiver unit 104 which is config-
ured to communicate with the transmitter unit 102 via a
communication link 103. The primary receiver unit 104 may
be further configured to transmit data to a data processing
terminal 105 for evaluating the data received by the primary
receiver unit 104. Moreover, the data processing terminal in
one embodiment may be configured to receive data directly
from the transmitter unit 102 via a communication link which
may optionally be configured for bi-directional communica-
tion.

Also shown in FIG. 1 is an optional secondary receiver unit
106 which is operatively coupled to the communication link
and configured to receive data transmitted from the transmit-
ter unit 102. Moreover, as shown in the Figure, the secondary
receiver unit 106 is configured to communicate with the pri-
mary receiver unit 104 as well as the data processing terminal
105. Indeed, the secondary receiver unit 106 may be config-
ured for bi-directional wireless communication with each of
the primary receiver unit 104 and the data processing terminal
105. As discussed in further detail below, in one embodiment
of'the present disclosure, the secondary receiver unit 106 may
be configured to include a limited number of functions and
features as compared with the primary receiver unit 104. As
such, the secondary receiver unit 106 may be configured
substantially in a smaller compact housing or embodied in a
device such as a wrist watch, for example. Alternatively, the
secondary receiver unit 106 may be configured with the same
or substantially similar functionality as the primary receiver
unit 104, and may be configured to be used in conjunction
with a docking cradle unit for placement by bedside, for night
time monitoring, and/or bi-directional communication
device.

Only one sensor 101, transmitter unit 102, communication
link 103, and data processing terminal 105 are shown in the
embodiment of the analyte monitoring system 100 illustrated
in FIG. 1. However, it will be appreciated by one of ordinary
skill in the art that the analyte monitoring system 100 may
include one or more sensor 101, transmitter unit 102, com-
munication link 103, and data processing terminal 105. More-
over, within the scope of the present disclosure, the analyte
monitoring system 100 may be a continuous monitoring sys-
tem, or semi-continuous, or a discrete monitoring system. In
amulti-component environment, each device is configured to
be uniquely identified by each of the other devices in the
system so that communication conflict is readily resolved
between the various components within the analyte monitor-
ing system 100.

In one embodiment of the present disclosure, the sensor
101 is physically positioned in or on the body of a user whose
analyte level is being monitored. In one aspect, the sensor 101
may be configured to use one or more of coulometric,
amperometric, potentiometric or conductimetric approaches
to measure the analyte level being monitored. The sensor 101
may be configured to continuously sample the analyte of the
user and the sampled analyte may be converted into a corre-
sponding data signal for transmission by the transmitter unit
102. In one embodiment, the transmitter unit 102 is mounted
on the sensor 101 so that both devices are positioned on the
user’s body. The transmitter unit 102 performs data process-
ing such as filtering and encoding on data signals, each of
which corresponds to a sampled analyte level of the user, for
transmission to the primary receiver unit 104 via the commu-
nication link 103.

In one embodiment, the analyte monitoring system 100 is
configured as a one-way RF communication path from the
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4

transmitter unit 102 to the primary receiver unit 104. In such
embodiment, the transmitter unit 102 may transmit the
sampled data signals received from the sensor 101 without
acknowledgement from the primary receiver unit 104 that the
transmitted sampled data signals have been received (in other
embodiments there may be acknowledgement). For example,
the transmitter unit 102 may be configured to transmit the
encoded sampled data signals at a fixed rate (e.g., at one
minute intervals or other interval) after the completion of the
initial power on procedure. Likewise, the primary receiver
unit 104 may be configured to detect such transmitted
encoded sampled data signals at predetermined time inter-
vals. Alternatively, the analyte monitoring system 100 may be
configured with a bi-directional RF (or otherwise) communi-
cation between the transmitter unit 102 and the primary
receiver unit 104.

Additionally, in one aspect, the primary receiver unit 104
may include two sections. The first section is an analog inter-
face section that is configured to communicate with the trans-
mitter unit 102 via the communication link 103. In one
embodiment, the analog interface section may include an RF
receiver and an antenna for receiving and amplifying the data
signals from the transmitter unit 102, which are thereafter,
demodulated with a local oscillator and filtered through a
band-pass filter. The second section of the primary receiver
unit 104 is a data processing section which is configured to
process the data signals received from the transmitter unit 102
such as by performing data decoding, error detection and
correction, data clock generation, and data bit recovery.

In operation in certain embodiments, upon completing a
power-on procedure if required, the primary receiver unit 104
is configured to detect the presence of the transmitter unit 102
within its range based on, for example, the strength of the
detected data signals received from the transmitter unit 102 or
apredetermined transmitter identification information. Upon
successful synchronization with the corresponding transmit-
ter unit 102, the primary receiver unit 104 is configured to
begin receiving from the transmitter unit 102 data signals
corresponding to the user’s detected analyte level. More spe-
cifically, the primary receiver unit 104 in one embodiment is
configured to perform synchronized time hopping with the
corresponding synchronized transmitter unit 102 via the com-
munication link 103 to obtain the user’s detected analyte
level.

Referring again to FIG. 1, the data processing terminal 105
may include a personal computer, a portable computer such as
a laptop or a handheld device (e.g., personal digital assistants
(PDAs), telephone such as a cellular telephone), and the like,
each of which may be configured for data communication
with the receiver via a wired or a wireless connection. Addi-
tionally, the data processing terminal 105 may further be
connected to a data network (not shown) for storing, retriev-
ing and updating data corresponding to the detected analyte
level of the user.

Within the scope of the present disclosure, the data pro-
cessing terminal 105 may include an infusion device such as
aninsulin infusion pump or the like, which may be configured
to administer a drug such as, for example insulin, to users, and
which may be configured to communicate with the receiver
unit 104 for receiving, among others, the measured analyte
level. Alternatively, the receiver unit 104 may be configured
to integrate an infusion device therein so that the receiver unit
104 is configured to administer insulin therapy to patients, for
example, for administering and modifying basal profiles, as
well as for determining appropriate boluses for administra-
tion based on, among others, the detected analyte levels
received from the transmitter unit 102.



US 9,320,468 B2

5

Additionally, the transmitter unit 102, the primary receiver
unit 104 and the data processing terminal 105 may each be
configured for bi-directional wireless communication such
that each of the transmitter unit 102, the primary receiver unit
104 and the data processing terminal 105 may be configured
to communicate (that is, transmit data to and receive data
from) with each other via the wireless communication link
103. More specifically, the data processing terminal 105 may
in one embodiment be configured to receive data directly
from the transmitter unit 102 via a communication link,
where the communication link, as described above, may be
configured for bi-directional communication.

In this embodiment, the data processing terminal 105
which may include an insulin pump, may be configured to
receive the analyte signals from the transmitter unit 102, and
thus, incorporate the functions of the receiver unit 104 includ-
ing data processing for managing the patient’s insulin therapy
and analyte monitoring. In one embodiment, the communi-
cation link 103 may include one or more of an RF communi-
cation protocol, an infrared communication protocol, a Blue-
tooth® enabled communication protocol, an 802.11x
wireless communication protocol, or an equivalent wireless
communication protocol which would allow secure, wireless
communication of several units (for example, per HIPAA
requirements) while avoiding potential data collision and
interference.

FIG. 2 is a block diagram of the transmitter of the data
monitoring and detection system shown in FIG. 1 in accor-
dance with one embodiment of the present disclosure. Refer-
ring to the Figure, the transmitter unit 102 in one embodiment
includes an analog interface 201 configured to communicate
with the sensor 101 (FIG. 1), a user input 202, and a tempera-
ture detection section 203, each of which is operatively
coupled to a transmitter processor 204 such as a central pro-
cessing unit (CPU). As can be seen from FIG. 2, there are
provided four contacts, three of which are electrodes—work
electrode (W) 210, guard contact (G) 211, reference electrode
(R) 212, and counter electrode (C) 213, each operatively
coupled to the analog interface 201 of the transmitter unit 102
for connection to the sensor 101 (FIG. 1). In one embodiment,
each of the work electrode (W) 210, guard contact (G) 211,
reference electrode (R) 212, and counter electrode (C) 213
may be made using a conductive material that may be applied
in any suitable manner, e.g., printed or etched, for example,
such as carbon, gold, and the like, which may be printed, or
metal foil (e.g., gold) which may be etched.

Further shown in FIG. 2 are a transmitter serial communi-
cation section 205 and an RF transmitter 206, each of which
is also operatively coupled to the transmitter processor 204.
Moreover, a power supply 207 such as a battery is also pro-
vided in the transmitter unit 102 to provide the necessary
power for the transmitter unit 102. Additionally, as can be
seen from the Figure, clock 208 is provided to, among others,
supply real time information to the transmitter processor 204.

In one embodiment, a unidirectional input path is estab-
lished from the sensor 101 (FIG. 1) and/or manufacturing and
testing equipment to the analog interface 201 of the transmit-
ter unit 102, while a unidirectional output is established from
the output of the RF transmitter 206 of the transmitter unit 102
for transmission to the primary receiver unit 104. In this
manner, a data path is shown in FIG. 2 between the aforemen-
tioned unidirectional input and output via a dedicated link
209 from the analog interface 201 to serial communication
section 205, thereafter to the processor 204, and then to the
RF transmitter 206. As such, in one embodiment, via the data
path described above, the transmitter unit 102 is configured to
transmit to the primary receiver unit 104 (FIG. 1), via the
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communication link 103 (FIG. 1), processed and encoded
data signals received from the sensor 101 (FIG. 1). Addition-
ally, the unidirectional communication data path between the
analog interface 201 and the RF transmitter 206 discussed
above allows for the configuration of the transmitter unit 102
for operation upon completion of the manufacturing process
as well as for direct communication for diagnostic and testing
purposes.

As discussed above, the transmitter processor 204 is con-
figured to transmit control signals to the various sections of
the transmitter unit 102 during the operation of the transmitter
unit 102. In one embodiment, the transmitter processor 204
also includes a memory (not shown) for storing data such as
the identification information for the transmitter unit 102, as
well as the data signals received from the sensor 101. The
stored information may be retrieved and processed for trans-
mission to the primary receiver unit 104 under the control of
the transmitter processor 204. Furthermore, the power supply
207 may include a commercially available battery.

The transmitter unit 102 is also configured such that the
power supply section 207 is capable of providing power to the
transmitter for a predetermined minimum continuous opera-
tion time period and also with a predetermined minimum
shelf life time period such as, for example, a minimum of
about three months of continuous operation after having been
stored for about eighteen months in a low-power (non-oper-
ating) mode. In one embodiment, this may be achieved by the
transmitter processor 204 operating in low power modes in
the non-operating state, for example, drawing no more than
approximately 1 pA of current. Indeed, in one embodiment,
the final step during the manufacturing process of the trans-
mitter unit 102 may place the transmitter unit 102 in the lower
power, non-operating state (i.e., post-manufacture sleep
mode). In this manner, the shelf life of the transmitter unit 102
may be significantly improved. Moreover, as shown in FIG. 2,
while the power supply unit 207 is shown as coupled to the
processor 204, and as such, the processor 204 is configured to
provide control of the power supply unit 207, it should be
noted that within the scope of the present disclosure, the
power supply unit 207 is configured to provide the necessary
power to each of the components of the transmitter unit 102
shown in FIG. 2.

Referring back to FIG. 2, the power supply section 207 of
the transmitter unit 102 in one embodiment may include a
rechargeable battery unit that may be recharged by a separate
power supply recharging unit (for example, provided in the
receiver unit 104) so that the transmitter unit 102 may be
powered for a longer period of usage time. Moreover, in one
embodiment, the transmitter unit 102 may be configured
without a battery in the power supply section 207, in which
case the transmitter unit 102 may be configured to receive
power from an external power supply source (for example, a
battery) as discussed in further detail below.

Referring yet again to FIG. 2, the optional temperature
detection section 203 of the transmitter unit 102 is configured
to monitor the temperature of the skin near the sensor inser-
tion site. The temperature reading may be used to adjust the
analyte readings obtained from the analog interface 201. The
RF transmitter 206 of the transmitter unit 102 may be con-
figured for operation in the frequency band of 315 MHz to
322 MHz, for example, in the United States. Further, in one
embodiment, the RF transmitter 206 is configured to modu-
late the carrier frequency by performing Frequency Shift
Keying and Manchester encoding. In one embodiment, the
data transmission rate is 19,200 symbols per second, with a
minimum transmission range for communication with the
primary receiver unit 104.
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Referring yet againto FIG. 2, also shown is a leak detection
circuit 214 coupled to the guard contact (G) 211 and the
processor 204 in the transmitter unit 102 of the data monitor-
ing and management system 100. The leak detection circuit
214 in accordance with one embodiment of the present dis-
closure may be configured to detect leakage current in the
sensor 101 to determine whether the measured sensor data is
corrupt or whether the measured data from the sensor 101 is
accurate.

Additional detailed description of the continuous analyte
monitoring system, its various components including the
functional descriptions of the transmitter are provided in U.S.
Pat. No. 6,175,752 issued Jan. 16, 2001 entitled “Analyte
Monitoring Device and Methods of Use”, and in U.S. appli-
cation Ser. No. 10/745,878 filed Dec. 26, 2003, now U.S. Pat.
No. 7,811,231, entitled “Continuous Glucose Monitoring
System and Methods of Use”, each assigned to the Assignee
of the present application.

FIG. 3 is ablock diagram of the receiver/monitor unit of the
data monitoring and management system shown in FIG. 1 in
accordance with one embodiment of the present disclosure.
Referring to FIG. 3, the primary receiver unit 104 includes a
blood glucose test strip interface 301, an RF receiver 302, an
input 303, a temperature detection section 304, and a clock
305, each of which is operatively coupled to a receiver pro-
cessor 307. As can be further seen from the Figure, the pri-
mary receiver unit 104 also includes a power supply 306
operatively coupled to a power conversion and monitoring
section 308. Further, the power conversion and monitoring
section 308 is also coupled to the receiver processor 307.
Moreover, also shown are a receiver serial communication
section 309, and an output 310, each operatively coupled to
the receiver processor 307.

In one embodiment, the test strip interface 301 includes a
glucose level testing portion to receive a manual insertion of
a glucose test strip, and thereby determine and display the
glucose level of the test strip on the output 310 of the primary
receiver unit 104. This manual testing of glucose can be used
to calibrate sensor 101. The RF receiver 302 is configured to
communicate, via the communication link 103 (FIG. 1) with
the RF transmitter 206 of the transmitter unit 102, to receive
encoded data signals from the transmitter unit 102 for, among
others, signal mixing, demodulation, and other data process-
ing. The input 303 of the primary receiver unit 104 is config-
ured to allow the user to enter information into the primary
receiver unit 104 as needed. In one aspect, the input 303 may
include one or more keys of a keypad, a touch-sensitive
screen, or a voice-activated input command unit. The tem-
perature detection section 304 is configured to provide tem-
perature information of the primary receiver unit 104 to the
receiver processor 307, while the clock 305 provides, among
others, real time information to the receiver processor 307.

Each of the various components of the primary receiver
unit 104 shown in FIG. 3 is powered by the power supply 306
which, in one embodiment, includes a battery. Furthermore,
the power conversion and monitoring section 308 is config-
ured to monitor the power usage by the various components in
the primary receiver unit 104 for effective power manage-
ment and to alert the user, for example, in the event of power
usage which renders the primary receiver unit 104 in sub-
optimal operating conditions. An example of such sub-opti-
mal operating condition may include, for example, operating
the vibration output mode (as discussed below) for aperiod of
time thus substantially draining the power supply 306 while
the processor 307 (thus, the primary receiver unit 104) is
turned on. Moreover, the power conversion and monitoring
section 308 may additionally be configured to include a
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reverse polarity protection circuit such as a field effect tran-
sistor (FET) configured as a battery activated switch.

The serial communication section 309 in the primary
receiver unit 104 is configured to provide a bi-directional
communication path from the testing and/or manufacturing
equipment for, among others, initialization, testing, and con-
figuration of the primary receiver unit 104. Serial communi-
cation section 309 can also be used to upload data to a com-
puter, such as time-stamped blood glucose data. The
communication link with an external device (not shown) can
be made, for example, by cable, infrared (IR) or RF link. The
output 310 of the primary receiver unit 104 is configured to
provide, among others, a graphical user interface (GUI) such
as a liquid crystal display (LCD) for displaying information.
Additionally, the output 310 may also include an integrated
speaker for outputting audible signals as well as to provide
vibration output as commonly found in handheld electronic
devices, such as mobile telephones presently available. In a
further embodiment, the primary receiver unit 104 also
includes an electro-luminescent lamp configured to provide
backlighting to the output 310 for output visual display in
dark ambient surroundings.

Referring back to FIG. 3, the primary receiver unit 104 in
one embodiment may also include a storage section such as a
programmable, non-volatile memory device as part of the
processor 307, or provided separately in the primary receiver
unit 104, operatively coupled to the processor 307. The pro-
cessor 307 may be configured to perform Manchester decod-
ing as well as error detection and correction upon the encoded
data signals received from the transmitter unit 102 via the
communication link 103.

FIG. 4 is a flowchart illustrating an overall dynamically
updating calibration in accordance with various embodi-
ments of the present disclosure. Referring to FIG. 4, a counter
such as a calibration counter is triggered to perform calibra-
tion of the monitored data such as the analyte data received
from the transmitter unit 102 (FIG. 1). In one aspect, the
calibration may be performed on calibrated data, or on the
uncalibrated data, for example, on the analyte data received
prior to the initial calibration performed. In one embodiment,
the calibration counter may include a timer or a clock which
may be configured to prompt the user or the patient to initiate
the acquisition of reference data (e.g., blood glucose refer-
ence data, e.g., obtained using a test strip/meter system) at
predetermined time intervals. When the calibration counter is
initially triggered, the time counter T is initialized to zero (0).
Thereafter, a calibration parameter is determined based on,
for example, the acquired reference data and the monitored
sensor data at time T=0. Moreover, in one embodiment, the
monitored sensor data may be updated based on the calibra-
tion parameter. In one embodiment, the calibration parameter
may include a sensor sensitivity value associated with the
analyte sensor 101 (FIG. 1) configured to monitor the analyte
levels of the patient.

As described in further detail below, for example, in con-
junction with FIG. 5, in particular embodiments, during the
initial calibration stage at T=0, a reference glucose value is
determined, for example, such as a capillary blood glucose
value using a blood glucose determination system such as
Freestyle® blood glucose monitoring system or Precision®
blood glucose monitoring system available from Abbott Dia-
betes Care Inc., Alameda, Calif. In certain embodiments, an
analyte meter may be integrated into the receiver unit. In
addition, the monitored sensor data at or near the calibration
time (T=0) is retrieved which may include the monitored
sensor data at time T=T-1, at time T=T+1, or any other
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suitable time period (for example, from the processing and
storage unit 307 (FIG. 3) of the receiver unit 104 (FIG. 1)).

More specifically, in one embodiment, the monitored sen-
sor data atthe calibration time (T=0) may include one or more
monitored sensor data in addition to the monitored sensor
data point at the calibration time (T=0). That is, in one
embodiment, the monitored sensor data at the calibration time
(T=0) may include all monitored sensor data available for
retrieval from the receiver unit 104 (FIG. 1) at the calibration
time (T=0). For example, to reduce the contribution of noise
in the measured sensor data, an average of the two most recent
sensor data may be associated with the monitored sensor data
at the calibration time (T=0).

The monitored sensor data at a predetermined time may
include, in particular embodiments, an estimate of the sensor
data at the predetermined time as determined by the one or
more filters which may be configured to use the monitored
sensor data up to and including the data point at the predeter-
mined time (for example, up to the data point at calibration
time (T=0)). In one embodiment, one or more filters such as a
finite impulse response (FIR) filter may be used to determine
the best estimate at a predetermined time using a finite win-
dow of monitored sensor data up to the current or most recent
monitored sensor data point.

Referring back to FIG. 4, after determining the calibration
parameter and updating the monitored data at the calibration
time (T=0), the counter is incremented by one (1), and
dynamic, real-time update of the calibration parameter is
performed. In one embodiment, the counter may be config-
ured to increment by one with each reception of sensor data
from the transmitter unit 102 (FIG. 1). After dynamically
updating the calibration parameter at the subsequent incre-
mented time (T=1), it is determined whether the counter has
reached a predetermined count (for example, set at seven (7)).
If it is determined that the counter has not reached the prede-
termined count, then the routine in one embodiment returns to
step 430 where the counter is incremented by one (1) and the
dynamically updating calibration parameter and monitored
sensor data is performed for monitored data at the second
subsequent incremented time (T=2).

On the other hand, if it is determined that the counter has
reached the predetermined count, then in one embodiment,
subsequent monitored sensor data may be updated based on
the dynamically updated calibration parameter and/or
updated monitored sensor data. Thereafter, in particular
embodiments, it is determined whether further or subsequent
lag correction will likely not yield more accurate monitored
data values (or with less errors). Therefore, in one embodi-
ment, the routine terminates and awaits for the subsequent
calibration time, for example, to repeat the processes
described above in conjunction with FIG. 4. When a proce-
dure such as described in FIG. 4 has been successfully com-
pleted, routines such as determining lag time constant based
on calibrated sensor data 740 (FIG. 7) may be updated in
order to obtain a better estimate.

In this manner, there are provided methods and system for
dynamically, and in particular embodiments, in real-time,
obtaining reference data at a first predetermined time, receiv-
ing measured data prior to and including (or near) the first
predetermined time, calculating a first calibration parameter
(or parameters) using the data, calibrating the measured data
based on the calibration parameter, receiving measured data
at a second predetermined time, updating the calibration
parameter based on all of the previous data and the newly
received measured data, calibrating the newly received mea-
sured data based on the updated calibration parameter, and
repeating a number of times the process of receiving new
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measurement data, updating the calibration parameter, cali-
brating the newly received measurement data, and calibrating
any newly received measurement data with the fully updated
calibration parameter.

A method in a further embodiment may include perform-
ing lag compensation on the measured data that is used to
update the calibration parameter. Lag compensation may
optionally be performed on the measured data that is cali-
brated or on uncalibrated data. A method in a further embodi-
ment includes filtering the measured data that is used to
update the calibration parameter.

FIG. 5 is a flowchart illustrating the lag correction and
calibration routine of the overall dynamically updating cali-
bration shown in FIG. 4 in accordance with one embodiment
of'the present disclosure. Referring to FIG. 5, the determina-
tion of calibration parameter and updating the monitored
analyte level at the calibration time (T=0) is described in
further detail. More specifically, in one embodiment, a cap-
illary blood glucose value is determined at the calibration
time (T=0), and the monitored analyte value at the calibration
time is retrieved from the receiver unit 104 of the monitoring
system 100 (FIG. 1).

Thereafter, a rate of change of the monitored data at the
calibration time (T=0) is determined. In one embodiment, the
rate of change of the monitored data at the calibration time
(T=0) may be determined using one or more filters including,
but not limited to infinite impulse response (IIR) filter, finite
impulse response (FIR) filter, backward and/or forward
smoothing techniques (e.g., Kalman filtering technique), or
any other equivalent one or more causal filters that balance
signal noise reduction with lag correction.

Upon determining the rate of change of the monitored data
at the calibration time (T=0), the monitored data at the cali-
bration time (T=0) is updated. In one embodiment, the
updated monitored sensor data may include lag corrected
monitored data at the calibration time (T=0). Optionally, the
lag correction for the monitored data at the calibration time
(T=0) may be skipped and not performed. In one embodi-
ment, the lag corrected monitored data at the calibration time
(T=0) may be determined by applying the determined rate of
change of the monitored data at the calibration time (T=0) to
a predetermined constant value. In one embodiment, the pre-
determined constant value may include, a predetermined time
constant.

For example, in one embodiment, the predetermined time
constant may include a fixed time constant in the range of
approximately four to fifteen minutes, and which may be
associated with the one or more of the patient physiological
profile, one or more attributes associated with the monitoring
system 100 (including, for example but not limited to, the
characteristics of the analyte sensor 101). In a further aspect,
the predetermined time constant may vary based on one or
more factors including, for example, but not limited to the
timing and amount of food intake by the patient, exogenous
insulin intake, physical activities by the patient such as exer-
cise, or any other factors that may affect the time constant, and
which may be empirically determined.

Referring again to FIG. 5, the calibration parameter (for
example, the sensitivity of the analyte sensor 101 FIG. 1),
may be determined for example, in one embodiment, by
determining the ratio of the monitored data (optionally lag
corrected) at the calibration time (T=0) and the reference data
obtained using, for example, the blood glucose meter as
described above. In one embodiment, the calibration param-
eter may be determined by dividing the monitored data at the
calibration time (T=0) by the reference data such as the cap-
illary blood glucose value at the calibration time (T=0).
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Thereafter, in one embodiment, the calibrated and updated
monitored sensor data at the calibration time (T=0) is deter-
mined based upon the monitored data (optionally lag cor-
rected) and the calibration parameter as determined above.
For example, in one embodiment, the calibrated and updated
monitored sensor data at the calibration time (T=0) may be
determined by dividing the lag corrected monitored data at
calibration time (T=0) by the determined calibration param-
eter.

FIG. 6 is a flowchart illustrating the lag correction and
dynamically updating calibration routine of the overall
dynamically updating calibration shown in FIG. 4 in accor-
dance with one embodiment of the present disclosure. Refer-
ring to FIGS. 4 and 6, with the counter incremented by one
(see step 430 of FIG. 4 and step 6105 of FIG. 6), the analyte
value at the subsequent incremented time (T=1) is retrieved
from, for example, the processing and storage unit 307 (FIG.
3) of the receiver unit 104. In particular, in one embodiment,
the rate of change of the monitored data at the calibration time
(T=0) is updated based on the monitored data value at the
subsequent incremented time (T=1). In other words, the pro-
cess starts with the determination of glucose rate of change at
calibration time (T=0) 610 in FIG. 6. At the next time incre-
ment, this value is revised using the monitored data values at
calibration time (T=0) and prior data and at the subsequent
incremented time (T=1) (see 620 and 630 of FIG. 6), the rate
of change of the monitored data at the calibration time (T=0)
may be estimated with an improved accuracy at T=1 (see 640
of FIG. 6). Again, in one embodiment, the rate of change may
be determined based on one or more of, but not limited to,
infinite impulse response (IIR) filter, finite impulse response
(FIR) filter, backward and/or forward smoothing techniques
(e.g., Kalman filtering technique), or any other equivalent
filtering or smoothing techniques.

With the updated rate of change at the calibration time
(T=0) determined, monitored data (optionally lag corrected)
at calibration time (T=0) is updated. That is, in one embodi-
ment, the lag corrected sensor data at the calibration time
(T=0) is updated based on the prior lag corrected and cali-
brated data at calibration time (T=0), and in conjunction with
the predetermined constant (for example, the predetermined
time constant discussed above), and the updated rate of
change of the monitored data at the calibration time (T=0).
For example, in one embodiment, the lag corrected monitored
data at the calibration time (T=0) is updated or determined by
taking the sum of the lag corrected and calibration sensor
value at calibration time (T=0) as determined above, with the
updated rate of change of monitored data at calibration time
(T=0) multiplied by the predetermined constant. In other
words, in one embodiment, the updated rate of change of the
monitored data at calibration time (T=0) may be multiplied
by the predetermined constant, and thereafter, the resulting
value is added to the lag corrected and calibrated monitored
data at the calibration time (T=0) previously determined (see
for example, step 420).

Referring again to FIG. 6, after determining the updated lag
corrected monitored data at calibration time (T=0) based on
monitored data at the subsequent incremented time (T=1) as
described above, in one embodiment, the calibration param-
eter (for example, the sensitivity of the sensor 101 (FIG. 1)) is
updated based on the updated lag corrected monitored data at
calibration time (T=0) described above. In particular, in one
embodiment, the calibration parameter may be updated by
determining the ratio of the updated lag corrected monitored
data at calibration time (T=0) and the reference value (for
example, the capillary blood glucose value) determined at
calibration time (T=0).
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After updating the calibration parameter as described
above, in one embodiment, the lag corrected and calibrated
monitored data at the subsequent incremented time (T=1) is
determined based on the updated calibration parameter value.
For example, in one embodiment, the monitored sensor data
atthe subsequent incremented time (T=1) in one embodiment
may be divided by the updated sensitivity to determine the
dynamically lag corrected and calibrated monitored sensor
data at the subsequent incremented time (T=1).

In another embodiment, the dynamically lag corrected and
calibrated monitored sensor data at the subsequent incre-
mented time (T=1) may be determined based on the updated
calibration parameter and the dynamically lag corrected
monitored sensor data at the subsequent incremented time
(T=1). In this case, the dynamically updated sensor data at the
subsequent incremented time (T=1) in one embodiment may
be determined by calculating the rate of change of the moni-
tored data at the subsequent incremented time (T=1) using
similar filtering techniques as described above, and applying
the predetermined constant (for example, the predetermined
time constant discussed above), the result of which is then
added to the detected or monitored data at the subsequent
incremented time (T=1). In other words, in one embodiment,
the calculated rate of change of the monitored data at the
subsequent incremented time (T=1) is multiplied by the pre-
determined time constant, and the resulting value is added to
the monitored data value at the subsequent incremented time
(T=1). This sum in one embodiment represents the dynami-
cally updated monitored sensor data at the subsequent incre-
mented time (T=1).

In this manner, in one embodiment, lag correction of ana-
lyte sensor data may be pseudo-retrospectively (or substan-
tially in real time) updated using the monitored analyte data
stream substantially continuously detected by the sensor 101
(FIG. 1) with the dynamic updating of the calibration param-
eter. Thus, in one aspect, lag error or error due to lag com-
pensation may be overcome by, for example, updating the
sensor sensitivity retrospectively with each value of the
detected or monitored analyte levels. Accordingly, in one
embodiment, calibration inaccuracies due to change (for
example, rapid acceleration) of analyte levels after perform-
ing discrete calibration may be mitigated by updating the
calibration routine taking into consideration the near imme-
diate post calibration analyte sensor data to obtain a more
reliable and accurate value associated with the rate of change
of'the monitored analyte levels. In one embodiment, the over-
all system accuracy of the monitored and detected analyte
values may be improved.

FIG. 7 is a flowchart illustrating a method for estimating
the lag time constant from sensor analyte data and reference
measurements in accordance with one embodiment of the
present disclosure. This method can be employed in real-time
or offline, or components of the method may be one or the
other. Referring to FIG. 7, measured analyte sensor data for
example, from a transcutaneously positioned analyte sensor
may be obtained and/or retrieved from a memory or storage
device operatively coupled to the analyte sensor (710). There-
after, a reference glucose data measurement is performed and
received, for example, from a blood glucose meter (720).
Each of the reference glucose data is paired with one or more
measured analyte sensor data in the same time vicinity as the
reference data (730). That is, the pairing may be to select a
single analyte sensor data closest in time to the time of the
reference data. Alternatively, the pairing could be a number of
analyte sensor data occurring before and after the reference
data. Alternatively, the pairing could be between a value that
is the result of a calculation using a number of analyte sensor
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data occurring before and after the reference data; the calcu-
lation could be an average or some other appropriate form of
filtering.

Referring back to FIG. 7, thereafter, these pairs are used to
estimate the lag time constant (740). This estimate could be
performed using standard system identification techniques.
For instance, a 2 or more dimensional least squares technique
could be used to estimate the time constant, along with the
sensor sensitivity. The preferred embodiment for estimating
the time constant separates the estimation of the sensitivity
from the estimation of the lag time constant, and is illustrated
in FIG. 8, and described later.

Once the estimate of the lag time constant is determined, it
may be used to correct the sensor data for lag effects (750). In
one aspect, calibration for lag effects may be corrected. In
another aspect, each calibrated sensor data may be corrected
for lag effects as described below.

Given a calibrated sensor providing a continuous stream of
interstitial glucose G,, lag correction routine used to improve
calibration may also be used to provide a blood glucose
estimate G,. For example, consider a simple continuous time
domain model of blood glucose-to-interstitial glucose
dynamics:

TG GO+ G, ()

where T is the time constant, and G, is the rate of change of
glucose level G,. Given that glucose G, is available or deter-
mined by another module made possible by the latest calibra-
tion procedure, the rate of change of the glucose level G, may
be determined in one or more retrospectively or in real-time.
The time constant T is available or computed by another
module.

One real-time example to obtain a sampled data estimate of
the rate of change G, at any time n is to use the average first
difference of the past N sampled G, data:

n=1

N
> Gim-Gitn-1)

Gi(n) ~ NT

where T, is the sample time or the time interval between the
sampled values of G,(n). The notation G, signifies that it is an
estimate for G,. Other approaches to compute G, include any
other Finite Impulse Response (FIR) filters, Infinite Impulse
Response (IIR) filters, Wiener filter, and Kalman filter.

Given these available and/or computed values, blood glu-
cose estimate G, can be computed by rearranging the blood
glucose-to-interstitial glucose model in the following man-
ner:

G ()=Gi(m)+G )

where n is any time instance. Note that for improved noise
rejection, the first term on the right hand side, G,(n), may be
replaced by a filtered version. The filter can take any eligible
forms such as the FIR filter, IIR filter, Wiener filter, or the
Kalman filter.

In one embodiment, steps 730 and 740 are performed as a
batch process. For instance, the receiver unit 104, may per-
form the routines described at steps 730 and 740 periodically
or continuously, after each reference measurement, with a
batch of data saved on the receiver unit 104. After each batch
process, the lag time constant may be updated and used for
subsequent real-time lag correction processes. Another
embodiment may include the batch process to be performed
external to the receiver unit in a computer terminal, for
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example. After the time constant is estimated, it may be
downloaded or transmitted to the receiver unit to be used in
subsequent real time lag correction processes.

In a further aspect, the routine illustrated in FIG. 7 may be
performed retrospectively, for example, using a computer or
server terminal. This may be used in applications where lag
correction operations may be performed retrospectively.

FIG. 8 illustrates estimation of the lag time constant from
the pairs 740 of FIG. 7 in one embodiment. The generation of
a subset of pairs (810) may include generating a subset from
pairs associated with sensor data absolute rate of change that
is below a predetermined threshold. An example of the pre-
determined threshold includes 0.1 mg/dl./minute. An alter-
native predetermined threshold may be 6% change in the
glucose estimate per minute. That is, the lag effects may be
minimized if the rate of change is relatively low, and the
subsequent estimation of the sensitivity (820) may be mini-
mally affected by lag. Additionally, the included pairs may
form a cluster of data in time. Other criteria for creating a
subset of pairs may include a) data from a single sensor, b)
data from a single subject, ¢) data from groups of patients or
users, d) data associated with any particular conditions, such
as data where all glucose is above some value, e) data that
meets certain data quality conditions.

In the case where the criteria for generating a subset of
pairs includes determining the glucose rate of change is below
a predetermined glucose rate of change threshold, then the
measured sensor data may be converted to preliminary glu-
cose estimates using a preliminary sensitivity. The prelimi-
nary sensitivity may be determined by a variety of ways,
including: the use of a nominal sensitivity assigned at the
factor for a particular lot of sensors, the use of the median of
the sensitivities calculated for each pair, or another suitable
means. In the case where the criteria includes a percentage of
signal change, then the determination of the preliminary sen-
sitivity is not needed.

The pair subset criterion in one aspect may include a con-
dition that the data be from one sensor. In this embodiment,
the sensitivity is estimated (820) for one sensor and the lag
time constant is subsequently estimated (830-850). The
receiver unit may subsequently use this time constant in real
time to correct calibration and glucose calculations for lag
effects. Further, this process may be repeated for multiple
sensors, and the resulting multiple lag time constant estimates
could be combined to create a single estimate used for lag
correction. A simple combination calculation may include an
average; other combination calculations, such as an FIR filter
or a median or a time weighted average.

The pair subset criterion may alternatively include that the
data must be from one patient, over multiple sensors. This
subset may be further segregated by sensor when determining
sensor sensitivity (820) and applying the determined sensi-
tivity to the analyte sensor data (830).

Referring back to FIG. 8, the sensitivity of a subset of pairs
is determined (820). In one aspect, a ratio for each reference
data and associated sensor data (or value representing a com-
bination of sensor data) are determined, and the median from
this set of ratios is determined.

The sensitivity estimated is applied to the analyte sensor
data (830) to generate the calibrated sensor data. Specifically,
each sensor data point is divided by the sensitivity ratio to
convert the sensor data from its native measurement units into
glucose units. If the pair subsets (810) include data from
multiple sensors, then the sensitivity estimated for each sen-
sor is applied to the sensor data associated with that sensor.

Referring still to FIG. 8, the calibrated sensor data is paired
with reference data (840). In a further aspect, another pair
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subset may be created to only include pairs where the glucose
absolute rate of change based on the sensor exceeded a pre-
determined threshold, for example 0.75 mg/dL.. In this case,
the pairs associated with low glucose rate of change may be
minimally informative to the lag time constant estimation.
This may not be necessary to produce a result, but may be
useful to reduce the amount of computation needed if this is
desirable.

In step 850, the pairs of calibrated sensor data and refer-
ence data are used to estimate the lag time constant. One
embodiment of the time constant calculation is to assume that
the interstitial fluid glucose level is connected to the blood
glucose level by a simple first order differential expression:

d Inay

Tt

= —Iyay + SGRer.

Here, T, is the time constant, I, is the sensor data mea-
surement, S is the ratio of sensor current to blood glucose
concentration (sensitivity), and Gz is a blood glucose ref-
erence measurement. This equation may be solved for T if the
values of the other quantities can be estimated. One approach
for estimation of the sensor data measurement and its time
rate of change may require filtering of the signal in order to
reduce the effect of high frequency noise. In one aspect, the
sensor data may be fit in a time interval around the reference
point, Gz, to a low order polynomial via the least squares
algorithm. Another embodiment is to use a causal or non-
causal low-pass filter.

It more than one reference point is available, then there will
be multiple values of the time constant T, and in which case,
a least squares approach may be applied

Accordingly, the identification of the sensitivity parameter
may be isolated from that of the lag parameter. Moreover, in
one aspect, data exclusion may be in the routine illustrated in
FIG. 8. In one embodiment, a paired point exclusion may be
added just after calibrated sensor data is paired with reference
data, where the exclusion criteria may be a constraint appro-
priate for improving the estimate of lag. For instance, if the
lag time constant at high glucose values is desirable to deter-
mine, then a step could be added to exclude pairs associated
with a reference below a predetermined glucose threshold.

In this manner, the time lag constant determination asso-
ciated with an analyte sensor for lag correction may be imple-
mented in a real time monitoring system such as one aspect of
the analyte monitoring system 100, or alternatively, may be
used as an analysis too, for example, by a patient, a physician
or a health care provider to improve the treatment of the
patient based on improved physiological data associated with
the patient with minimal errors.

Indeed, in one aspect, lag compensation of analyte sensor
measurements may be tuned or adjusted to the particular
analyte sensor in use by the patient or the user, resulting in
improved accuracy of the overall analyte monitoring system
100.

It is to be noted that, each step or routine associated each of
the flowcharts illustrating the various embodiments of the
present disclosure as shown in FIG. 4-8 do not have to be
performed in the order shown in the Figures, unless described
otherwise, and within the scope of the present disclosure, one
ormore step or routine in one or more figures described above
may be performed or executed in an order different from the
order shown in the respective figures.

Referring to the Figures above, in particular embodiments,
the lag correction and calibration and updating of monitored
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sensor data may be performed by one or more processing
units of the one or more receiver unit (104, 106) the transmit-
ter unit 102 or the data processing terminal/infusion section
105. In addition, the one or more of the transmitter unit 102,
the primary receiver unit 104, secondary receiver unit 106, or
the data processing terminal/infusion section 105 may also
incorporate a blood glucose meter functionality, such that, the
housing of the respective one or more of the transmitter unit
102, the primary receiver unit 104, secondary receiver unit
106, or the data processing terminal/infusion section 105 may
include a test strip port configured to receive a blood sample
for determining one or more blood glucose levels of the
patient.

In a further embodiment, the one or more of the transmitter
unit 102, the primary receiver unit 104, secondary receiver
unit 106, or the data processing terminal/infusion section 105
may be configured to receive the blood glucose value wire-
lessly over a communication link from, for example, a glu-
cose meter. In still a further embodiment, the user or patient
manipulating or using the analyte monitoring system 100
(FIG. 1) may manually input the blood glucose value using,
for example, a user interface (for example, a keyboard, key-
pad, and the like) incorporated in the one or more of the
transmitter unit 102, the primary receiver unit 104, secondary
receiver unit 106, or the data processing terminal/infusion
section 105.

A computer implemented method in accordance with one
embodiment includes determining a rate of change of an
analyte level monitored by an analyte sensor below a prede-
termined threshold, calibrating analyte data associated with
the monitored analyte level received from analyte sensor
based on a reference measurement, determining a time lag
constant associated with the calibrated analyte data, and per-
forming lag correction of the calibrated analyte data based on
the determined time lag constant.

The method may include outputting the lag corrected cali-
brated analyte data.

In one aspect, the reference measurement may include a
blood glucose measurement.

The reference measurement may be obtained within a pre-
determined time period relative to the monitored analyte
level, where the predetermined time period may be less than
approximately 30 minutes or greater than approximately 30
minutes, or any other suitable time range.

In one aspect, calibrating the analyte data may include
determining a sensitivity value associated with the analyte
sensor, where the sensitivity value may include a ratio of the
analyte data and the corresponding reference measurement.

The analyte level may include glucose level.

In a further aspect, determining the rate of change may
include determining a rate of increase or a rate of decrease of
the monitored analyte level for a predefined time period.

An apparatus in accordance with one embodiment may
include one or more processing units, and a memory for
storing instructions which, when executed by the one or more
processors, causes the one or more processing units to deter-
mine a rate of change of an analyte level monitored by an
analyte sensor below a predetermined threshold, calibrate
analyte data associated with the monitored analyte level
received from analyte sensor based on a reference measure-
ment, determine a time lag constant associated with the cali-
brated analyte data, and perform lag correction of the cali-
brated analyte data based on the determined time lag constant.

The memory may be further configured for storing instruc-
tions which, when executed by the one or more processing
units, causes the one or more processing units to output the
lag corrected calibrated analyte data.
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In a further aspect, the apparatus may include a communi-
cation module operatively coupled to the one or more pro-
cessing units, the communication module configured to
receive the reference measurement within a predetermined
time period relative to the monitored analyte level, where the
predetermined time period may be less than approximately 30
minutes or greater than approximately 30 minutes, or any
other suitable time period.

In a further aspect, the memory may be further configured
for storing instructions which, when executed by the one or
more processing units, causes the one or more processing
units to determine a sensitivity value associated with the
analyte sensor, where the sensitivity value may include a ratio
of'the analyte data and the corresponding reference measure-
ment.

The memory may be further configured for storing instruc-
tions which, when executed by the one or more processing
units, causes the one or more processing units to determine
the rate of change based on determining a rate of increase or
a rate of decrease of the monitored analyte level for a pre-
defined time period.

A physiological monitoring device in still another aspect
may include means for determining a rate of change of an
analyte level monitored by an analyte sensor below a prede-
termined threshold, means for calibrating analyte data asso-
ciated with the monitored analyte level received from analyte
sensor based on a reference measurement, means for deter-
mining a time lag constant associated with the calibrated
analyte data, and means for performing lag correction of the
calibrated analyte data based on the determined time lag
constant.

A method in accordance with one embodiment of the
present disclosure includes obtaining a reference data point at
a first predetermined time, receiving a first data at the first
predetermined time, calibrating the first data based on the
reference data point, receiving a second data at a second
predetermined time, updating the calibrated first data based
on the second data, and calibrating the second data.

The reference data point may include a blood glucose
value.

The first predetermined time may include a calibration
time associated with the calibration of one or more of the first
data or the second data.

The first data and the second data may include a respective
one of a monitored analyte value.

In one embodiment, calibrating the first data may include
determining a first rate of change of the first data at the first
predetermined time, and performing a first lag compensation
of'the first data based on the first rate of change to generate a
first lag compensated first data. In a further embodiment,
calibrating the first data may include determining a first cali-
bration parameter associated with the first data based on the
reference data point and the first lag compensated first data,
and generating a calibrated first data based on the first cali-
bration parameter and the first lag compensated first data.

Updating the calibrated first data in one embodiment may
include determining a second rate of change of the first data at
the first predetermined time based on the second data, and
performing a second lag compensation of the first data based
on the second rate of change of the first data to generate a
second lag compensated first data.

Also, calibrating the second data may include determining
a second calibration parameter associated with the first data
based on the reference data point and the second lag compen-
sated first data, and generating a calibrated second data based
on the second calibration parameter and the second lag com-
pensated first data.
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A method in accordance with another embodiment may
include determining a calibration parameter associated with a
detected analyte value, calibrating the analyte value based on
the calibration parameter, and dynamically updating the cali-
bration parameter.

The method in another aspect may include calibrating a
second detected analyte value based on the dynamically
updated calibration parameter.

Further, dynamically updating the calibration parameter
may also include determining a rate of change of the detected
analyte value, and generating a lag compensated analyte
value based on the rate of change.

In addition, calibrating the analyte value may further
include determining a sensitivity associated with the detected
analyte value, and applying the sensitivity to the lag compen-
sated analyte value.

Moreover, in still another embodiment, dynamically
updating the calibration parameter may include updating the
rate of change of the detected analyte value, and updating the
lag compensated analyte value, where updating the rate of
change may include determining the rate of change of the
detected analyte value between a first predetermined time and
a second predetermined time.

In still another embodiment, calibrating the analyte value
may include detecting a calibration data, determining a sen-
sitivity based on the calibration data and the lag compensated
analyte value, and generating a lag compensated and cali-
brated analyte value.

An apparatus in accordance with another embodiment may
include one or more processing units, and a memory for
storing instructions which, when executed by the one or more
processors, causes the one or more processing units to obtain
a reference data point at a first predetermined time, receive a
first data at the first predetermined time, calibrate the first data
based on the reference data point; receive a second data at a
second predetermined time; update the calibrated first data
based on the second data; and calibrate the second data.

The memory in another aspect may be configured for stor-
ing instructions which, when executed by the one or more
processing units, causes the one or more processing units to
determine a first rate of change of the first data at the first
predetermined time, and to perform a first lag compensation
of'the first data based on the first rate of change to generate a
first lag compensated first data.

Moreover, the memory in yet another embodiment may be
further configured for storing instructions which, when
executed by the one or more processing units, causes the one
or more processing units to determine a first calibration
parameter associated with the first data based on the reference
data point and the first lag compensated first data and to
generate a calibrated first data based on the first calibration
parameter and the first lag compensated first data.

Additionally, the memory may still be further configured
for storing instructions which, when executed by the one or
more processing units, causes the one or more processing
units to determine a second rate of change of the first data at
the first predetermined time based on the second data, and to
perform a second lag compensation of the first data based on
the second rate of change of the first data to generate a second
lag compensated first data.

In yet still another aspect, the memory may be further
configured for storing instructions which, when executed by
the one or more processing units, causes the one or more
processing units to determine a second calibration parameter
associated with the first data based on the reference data point
and the second lag compensated first data, and to generate a
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calibrated second data based on the second calibration param-
eter and the second lag compensated first data.

A method in accordance with still another embodiment of
the present disclosure includes, dynamically, and in particular
embodiments, in real-time, obtaining reference data at a first
predetermined time, receiving measured data prior to and
including (or near) the first predetermined time, calculating a
first calibration parameter (or parameters) using the data,
calibrating the measured data based on the calibration param-
eter, receiving measured data at a second predetermined time,
updating the calibration parameter based on all of the previ-
ous data and the newly received measured data, calibrating
the newly received measured data based on the updated cali-
bration parameter, and repeating a number of times the pro-
cess of receiving new measurement data, updating the cali-
bration parameter, calibrating the newly received
measurement data, and calibrating any newly received mea-
surement data with the fully updated calibration parameter.

A method in a further embodiment includes performing lag
compensation on the measured data that is used to update the
calibration parameter. L.ag compensation may optionally be
performed on the measured data that is calibrated. A method
in a further embodiment includes filtering the measured data
that is used to update the calibration parameter.

An apparatus in accordance with yet still another embodi-
ment includes one or more processing units, and a memory
for storing instructions which, when executed by the one or
more processors, causes the one or more processing units to
dynamically, and in particular embodiments, in real-time,
obtain reference data at a first predetermined time, retrieve
measured data prior to and including (or near) the first pre-
determined time, calculate a first calibration parameter (or
parameters) using the data, calibrate the measured data based
on the calibration parameter, retrieve measured data at a sec-
ond predetermined time, update the calibration parameter
based on all of the previous data and the newly received
measured data, calibrate the newly received measured data
based on the updated calibration parameter, and repeat a
number of times the process of receiving new measurement
data, updating the calibration parameter, calibrating the
newly received measurement data, and calibrating any newly
received measurement data with the fully updated calibration
parameter.

A method, in one embodiment, may comprise, determining
a predetermined time period characterized with a rate of
change of an analyte level below a preset threshold, defining
a data set associated with a monitored analyte level within the
predetermined time period, determining a sensitivity value
based on the defined data set, applying the determined sensi-
tivity value to signals associated with the monitored analyte
level including the defined data set, and estimating a time
constant associated with an analyte sensor used to monitor the
analyte level.

The preset threshold associated with the rate of change of
the analyte level may be characterized by a quiescent state of
the signals received from the analyte sensor.

In one aspect, the method may include receiving a refer-
ence data, and applying the sensitivity value to the signals
associated with the monitored analyte level based on the
received reference data.

The reference data may include a reference blood glucose
measurement.

The reference data may be substantially time correspond-
ing to one or more data in the defined data set.

The method may include calibrating the signals associated
with the monitored analyte level based at least in part on the
estimated time constant.
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In another aspect, the method may include performing lag
correction of the signals associated with the monitored ana-
lyte level based on the estimated time constant.

Further, the method may include calibrating the lag cor-
rected signals to estimate the corresponding monitored glu-
cose level.

In another embodiment, a computer implemented method
may comprise, calibrating analyte data associated with a
monitored analyte level received from an analyte sensor
based on a reference measurement, determining a lag time
constant associated with the calibrated analyte data, and per-
forming lag correction of the calibrated analyte data based on
the determined time lag constant.

In one aspect, the computer implemented method may
include outputting the lag corrected calibrated analyte data.

The reference measurement may include a blood glucose
measurement.

The reference measurement may be obtained within a pre-
determined time period relative to the monitored analyte
level.

The predetermined time period may be less than approxi-
mately 30 minutes or greater than approximately 30 minutes.

Calibrating the analyte data may include determining a
sensitivity value associated with the analyte sensor.

The sensitivity value may include a ratio of the analyte data
and the corresponding reference measurement.

The analyte level may be a glucose level.

Determining the rate of change may include determining a
rate of increase or a rate of decrease of the monitored analyte
level for a predefined time period.

In one aspect, the computer implemented method may
further include determining a rate of change of the analyte
level monitored by the analyte sensor.

The rate of change of the analyte level may be determined
below a predetermined threshold.

The analyte sensor may be configured to measure the ana-
lyte level based on coulometry.

The analyte sensor may be configured to measure the ana-
lyte level based on amperometry.

In yet another embodiment, an apparatus may comprise, a
data communication interface, one or more processors opera-
tively coupled to the data communication interface, and a
memory for storing instructions which, when executed by the
one or more processors, causes the one or more processors to
determine a predetermined time period characterized with a
rate of change of an analyte level below a preset threshold,
define a data set associated with a monitored analyte level
within the predetermined time period, determine a sensitivity
value based on the defined data set, apply the determined
sensitivity value to signals associated with the monitored
analyte level including the defined data set, and estimate a
time constant associated with an analyte sensor used to moni-
tor the analyte level.

Various other modifications and alterations in the structure
and method of operation of this invention will be apparent to
those skilled in the art without departing from the scope and
spirit of the invention. Although the invention has been
described in connection with specific preferred embodi-
ments, it should be understood that the invention as claimed
should not be unduly limited to such specific embodiments. It
is intended that the following claims define the scope of the
present disclosure and that structures and methods within the
scope of these claims and their equivalents be covered
thereby.
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What is claimed is:

1. A computer implemented method, comprising:

determining a rate of change of a monitored analyte level;

determining a lag time constant associated with calibrated
analyte data using a reference measurement, the moni-
tored analyte level, and the rate of change of the moni-
tored analyte level;

performing lag correction of the calibrated analyte data

based on the determined time lag constant; and
controlling administration of therapy based on performing
the lag correction of the calibrated analyte data.

2. The method of claim 1, including outputting the lag
corrected calibrated analyte data.

3. The method of claim 1, wherein the reference measure-
ment includes a blood glucose measurement.

4. The method of claim 1, wherein the reference measure-
ment is obtained within a predetermined time period relative
to the monitored analyte level.

5. The method of claim 1, wherein determining the rate of
change includes determining a rate of increase or a rate of
decrease of the monitored analyte level for a predefined time
period.

6. The method of claim 1, wherein the monitored analyte
level is obtained using an analyte sensor.
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7. The method of claim 6, wherein the analyte sensor
includes one of a lactate sensor or a glucose sensor.

8. The method of claim 1, wherein determining the lag time
constant includes pairing the reference measurement with an
analyte sensor data corresponding to the monitored analyte
level obtained when the reference measurement is obtained.

9. The method of claim 1, wherein determining the lag time
constant includes pairing the reference measurement with an
analyte sensor value based on a plurality of analyte sensor
data corresponding to the monitored analyte level obtained
before and after the reference measurement is obtained.

10. The method of claim 1, wherein the lag time constant is
determined using multi-dimensional least squares technique.

11. The method of claim 1, wherein controlling adminis-
tration of therapy includes modifying a medication delivery
rate.

12. The method of claim 11, wherein the medication deliv-
ery rate includes one or more of a basal delivery profile or a
bolus dose delivery profile.

13. The method of claim 11, wherein the medication deliv-
ery rate includes insulin delivery rate.
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